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S.N. | Name of Machinery Unit Number Remarks
. Oxygen cylinder with oxygen gas, No
meter and mask 21
2 | Oxygen Concentrator No 3
3 | Vaccine Storage Refrigerator No 7
4 | Clinical Diagnostic Otoscope No 7
5 | Doppler No 7
6 | Digital Colorimeter No 1
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pressure: 15MPa(150bar) Testing Pressure: 250bar,
Cylinder shall be easily refilled anywhere and there is no
need for any custom made refilling hose /station /
connector, Shall be supplied complete with cylinder
key/spanner/bar or hand-wheel to turn cylinder on/off.
Regulator:

Bull nose screw type, medical oxygen cylinder fitting
Regulated to convert standard cylinder pressure
(typically 2,000 psi) to approximately 4 BAR (4
atmospheres) pressure Regulator delivery pressure must
be factory pre-set, and not permit user adjustment
Maintenance engineer adjustment of delivery pressure
via a screw slot or covered or capped system is required
Regulator must incorporate overpressure safety valve
with auto venting

Flow Meter:

Back Pressure Controlled Flow Meter

Sturdy and reliable Flow Meter Unit for an accurate
measuring of flow of gases.
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Flow adjustment by Needle valve equipped with inlet
filter — 100pum.

Flow rate range 0 — 15litres / minute.

Flow meter to be attached to regulator output

Bubble Humidifier with Safety Valve and Pressure Relief

Oxygen Concentrator with Nuzzle cannula and q 921 FTEAT AfAaTd T97
face mask, THETAT
WHO standard N
High Concentration Oxygen Generation, Oxygen SIEOISEI AT
Concentration Above 90% High Quality Molecular Sieve, H gHET T
Efficient Oxygen Separation High Quality Compressor, %ﬁa‘ﬁ%wm =TT
Stable Operation Intelligent Timing, Set Oxygen -
Absorption Time According to Demand : . ? @Fﬁ
Technical Specification qu?r El
Oxygen Concentration 93%, Operation mode by
Electrical, power: 2hp, voltage 240V, Frequency:50Hz,
Flow Rate: 10LPM
Vaccine Storage Refrigerator q 9aar FTEAT ATTard o
range of Vaccine refrigerators are WHO qualified and are T@ﬁ?ﬂ
designed to be effective and energy efficient Refrigerator
is powered by the Sure Chill technology, a unique qivaeET EEaT
cooling technology that ensures perfect temperature F Tt =
control with no risk of freezing vaccines. With holdover
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of 12+ days and requires only 2.5 hours per day of power
to operate. It has in-built intelligent temperature control
for better energy management.

Vaccine Storage Refrigerators Capacity Minimum 120 L
Height x Width x Depth (mm) 1820 x 795 x 750
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Clinical Diagnostic Otoscope qieds= T e
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Usage: hospital, clinic, laboratory APEEHT  TATE
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Fetal Doppler (mini) for personal care TR

FHR detection with clear sound. < s

High sensitivity probe with 2.5Mhz in continuous wave. AT PTAT

It has Battery status indicator. F gEI AT

Displays heart beat range bar graph. TrFEegr  @Te

Item Weight: 800 g ~ 5

Item Dimensions LXWxH: 22.9 x 17.8 x 7.6 Centimeters . =
T =)

Digital Colorimeter 1A s il

Power: 230v + 10% RUIE

Std. Glass filter: 8 .

Mini volume: 1ml AT pTET

Display: 2 1/2 Digit LED F FHEId e

Range: 400-700 nm zﬁzﬁ—gm T

Output: OD (0 to 1.99)
Resolution: OD: 0.01
Accuracy: 0.5% FSI
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